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Objectives: The aim of this study was to evaluate in vivo the bonding of metallic orthodontic brackets with different adhesive systems. Material and Methods: Twenty 
patients (10.5-15.1 years old) who had sought corrective orthodontic treatment at a 
University Orthodontic Clinic were evaluated. Brackets were bonded from the right second 
premolar to the left second premolar in the upper and lower arches using: Orthodontic 
Concise, conventional Transbond XT, Transbond XT without primer, and Transbond XT 
associated with Transbond Plus Self-etching Primer (TPSEP). The 4 adhesive systems were 
used in all patients using a split-mouth design; each adhesive system was used in one 
quadrant of each dental arch, so that each group of 5 patients received the same bonding 
sequence. Initial archwires were inserted 1 week after bracket bonding. The number of 
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The number of debonded brackets was: 8- Orthodontic Concise, 2- conventional Transbond 
XT, 9- Transbond XT without primer, and 1- Transbond XT + TPSEP. By using the Kaplan-
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XT and Transbond XT + TPSEP adhesive systems were statistically superior to Orthodontic 
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difference between the dental arches (upper and lower), between the dental arch sides 
(right and left), and among the quadrants. Conclusions: The largest number of bracket 
failures occurred with Orthodontic Concise and Transbond XT without primer systems and 
few bracket failures occurred with conventional Transbond XT and Transbond XT+TPSEP. 
More bracket failures were observed in the posterior region compared with the anterior 
region.
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INTRODUCTION
Many commercially available orthodontic bonding 
materials have been experimentally evaluated in 
laboratories13,27,29, but not all were clinically tested 
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the lack of clinical evaluation, these materials 
are commonly used by orthodontists for bonding 
orthodontic appliances.
Amongst the most widely used materials for 
bonding orthodontic accessories directly to dental 
enamel, composite resins stand out. However, in 
spite of offering adequate adhesion, these materials 
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a step-by-step clinical technique3,5. For bonding 
brackets using conventional composites, the enamel 
surface must be adequately prepared according to 
the following steps: prophylaxis with pumice/water 
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slurry, washing and drying, 37% phosphoric acid 
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application of the bonding agent and placement of 
the composite resin.
Orthodontic Concise (3M Brazil, Sumaré, SP, 
Brazil) and Transbond XT (3M Unitek, Monrovia, 
CA, USA) composites, when used according to the 
manufacturer’s recommendations, require use of 
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XT primer). There is controversy about the use of 
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in the adhesion of orthodontic accessories to 
enamel with or without previous priming of enamel 
surface16,20. This material moistens and penetrates 
the enamel and protects the etched tooth surface 
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and food residues20. Despite some advantages, 
eliminating the priming step would decrease chair 
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reduce the bonding failure caused by contamination 
or moisture.
The self-etching primers (SEPs), which combine 
acid and primer in a single solution, have been 
recently developed22,25,28. SEPs are easy to be 
handled and can be applied even to contaminated 
surfaces, thus providing comfort for patient and 
short-time visits27,28. The Transbond Plus Self-
Etching Primer (TPSEP; 3M Unitek) was tested in 
several laboratory3,9,13,29 and clinical22,25,26 studies, 
with good adhesive results. Some studies have 
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TPSEP as an enamel conditioning agent before using 
Transbond XT for the bonding procedure10,17,24, while 
others have compared different self-etching agents 
and primers2,7,22,23,25. Nevertheless, no study has 
assessed four different adhesive systems in the 
same patient by using quadrant variations.
The purpose of the present study was to perform 
a 6-month clinical assessment of the failure rate 
of brackets bonded with Orthodontic Concise, 
conventional Transbond XT, Transbond XT without 
primer, and Transbond XT+TPSEP. The number of 
bracket failures was also compared between dental 
arches, regions, sides, and quadrants.
MATERIAL AND METHODS
This research protocol was approved by the 
Ethics Committee of Piracicaba Dental School, 
University of Campinas (UNICAMP), under protocol 
number 116/2008.
Forty-two eligible patients were recruited from 
the waiting list of the Orthodontic Clinic at the 
Piracicaba Dental School for an initial screening, 
resulting in a final sample to 20 patients (13 
females and 7 males) aged 10.5 to 15.1 years who 
met the inclusion criteria. Only individuals needing 
corrective orthodontic treatment but who had 
never been submitted to any type of orthodontic 
therapy were included in the study. The exclusion 
criteria were need for ortho-surgical treatment or 
tooth extractions for correction of malocclusion, 
presence of gold or ceramic dental crowns, presence 
of amalgam or composite restorations, congenital 
enamel defects, missing teeth, and craniofacial 
anomalies. Sex, age, race and malocclusion 
differences were ignored. The details of sample size, 
malocclusion types, number of brackets bonded 
with each adhesive system and patient distribution 
by sex and age are presented in Table 1.
The selected patients received corrective 
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in the upper and lower arches using the Edgewise 
technique. A total of 400 orthodontic brackets 
(Morelli, Sorocaba, SP, Brazil), 20 per patient, were 
bonded to the upper teeth 15, 14, 13, 12, 11, 21, 
22, 23, 24 and 25 and to the lower teeth 35, 34, 
33, 32, 31, 41, 42, 43, 44, and 45. Orthodontic 
bands were attached with glass-ionomer cement 
(Ketac-Cem, 3M ESPE, St. Paul, MN, USA) to the 
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Prior to the bracket bonding procedures, lip and 
cheek retractors were placed and all buccal surfaces 
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pumice stones (S.S. White, Petropolis, RJ, Brazil) 
and water for 10 s in each tooth at low speed; 
washing and drying took the same time. Next, 
cotton rolls were used to isolate and keep the 
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systems used to bond the brackets.
With regard to Orthodontic Concise composite 
(3M Brazil), conventional Transbond XT composite 
(3M Unitek), and Transbond XT without primer, the 
dental enamel was previously etched with 37% 
phosphoric acid (Dentsply Dentsply Ind. e Com. 
Ltda., Petropolis, RJ, Brazil) for 15 s, followed by 
washing and drying for the same time. However, 
TPSEP (3M Unitek) was used for conditioning the 
enamel surface prior to Transbond XT composite 
according to the manufacturer’s recommendations, 
that is, the material was rubbed onto the enamel 
surface for three s and then air jet was gently 
applied.
With regard to the bonding procedure, the 
brackets with a composite increment on their base 
were pressed against the enamel surface held with 
a pair of nippers (Orthopli Corp, Philadelphia, PA, 
USA), positioned and excess material was removed 
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Brackets bonded with Transbond XT were light 
cured for 40 s (10 s for each face: mesial, distal, 
incisal or occlusal, and gingival) by using a halogen 
light device (XL 2500; 3M ESPE) with irradiance 
of 500 mW/cm2 at a distance of 1 mm from the 
bracket. The light intensity was regularly gauged 
with a curing radiometer (Demetron, Danbury, CT, 
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USA).
The adhesive systems were allocated by a 
split-mouth design: the mouth of each patient was 
divided into four quadrants with each system being 
used in one quadrant of the dental arch according 
to bonding sequence. Each bonding sequence was 
repeated in every 5 patients to assure an equal 
distribution among the quadrants and reduce 
bias because of patient chewing or parafunctional 
preferences (bonding sequence of 1 to 4, Figure 2).
The brackets were bonded in all patients by 
a single operator in order to eliminate variation 
during a single visit. Immediately after the bonding 
procedures, the patients were instructed about 
the maintenance care of their appliances, oral 
hygiene, and type of diet to be avoided, such 
as hard foods, not to damage the orthodontic 
accessories. The lower arch brackets were bonded 
in such a way to avoid premature contact. Flexible 
nickel-titanium 0.012” archwires were tied to 
the brackets with individual elastics 1 week after 
bonding. This care was taken to avoid that the 
initial pressure of the arch inside the bracket slot 
in the uneven teeth would promote premature 
debonding of the accessory, thus interfering in 
bond strength assessment. Later, rounded stainless 
Number #
Number of patients 20
Distribution of patients by gender
Male 7 35
Female 13 65
Distribution by age
	 3 15
11/12 years 8 40
12/13 years 6 30
13/14 years 1 5
14/15 years 1 5
>15 years 1 5
Number of brackets 400
Distribution of brackets by adhesive system
Orthodontic Concise 100 25
Conventional Transbond XT 100 25
Transbond XT without primer 100 25
Transbond XT + TPSEP 100 25
Distribution of patients by malocclusion
Class I 8 40
Class II 11 55
Class III 1 5
Table 1- Sample characteristics
Adhesive systems Bonding procedures
Orthodontic Concise 
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manipulation of pastes A and B of Orthodontic Concise composite, application on the 
bracket base for bonding.
Conventionl Transbond XT Acid etching, application of XT primer, gentle air jet, application of Transbond XT 
composite on the bracket base for bonding.
Transbond XT without primer Acid etching, application of Transbond XT composite on the bracket base for bonding.
Transbond XT with primer-acid 
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for bonding.
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Figure 1- Adhesive systems and bonding procedures 
ROMANO FL, CORRER AB, CORRER-SOBRINHO L, MAGNANI MBBA, RUELLAS ACO
2012;20(2):228-34
J Appl Oral Sci. 231
steel archwires (in the sequence 0.016”, 0.018” 
and 0.020”) and then rectangular archwires (in the 
sequence 0.018”x0.025” and 0.019”x0.025”) were 
placed. The archwires were replaced every 3 weeks 
on average, the rectangular archwires being placed 
close to the end of the evaluation period, that is, 
approximately 6 months after the beginning of the 
treatment. The patients were seen every 21 days 
for checking bonding failures and for evaluating 
the corrective orthodontic treatment. During the 
6-month evaluation period, any bond failure was 
recorded on a data collection sheet on the day 
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bond failure for each tooth was recorded by date 
and tooth number. Any failure was regarded as an 
“all-or-none” occurrence; subsequent bond failures 
in the same tooth were noted down, but were not 
included in the study. In the same appointment 
that the failure was perceived, the failed bracket 
was replaced using the same adhesive and 
bonding technique. The patients were maintained 
under treatment according to previously outlined 
orthodontic treatment plan. Treatment duration was 
established individually for each patient based on 
the malocclusion characteristics involved.
Statistical analysis
The categorical variables were expressed as 
percentage by using Fisher’s test or chi-square test 
for tendency and independence.
Positional characteristics and bond status were 
compared using chi-square tests, t-tests, and 
analysis of variance (ANOVA), as applicable. Crude 
incidence rates and 95% confidence intervals 
were calculated using time-to-event methods. The 
proportion of brackets remaining free of failure at 
any time during follow-up period was calculated 
using the Kaplan-Meier method. For all survival 
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failure or up to the time an individual left the study. 
Kaplan-Meier curves were compared using Logrank 
test.
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for all tests. The intercooled STATA software, 
version 9.2, was used for statistical analyses and 
graph construction. 
RESULTS
At the end of the 6-month evaluation period, 
20 brackets (5%) out of a total of 400 had failed. 
Statistically significant differences (p=0.0198) 
were observed when comparing the four adhesive 
systems for the number of failed brackets. The bond 
failure rates, risk over time, incidence rate, and 
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system are described in Table 2.
Conventional Transbond XT and Transbond 
XT + TPSEP adhesive systems were found to be 
statistically superior (fewer bracket failure) to 
Orthodontic Concise and Transbond XT without 
Figure 2- Distribution of adhesive systems in the four quadrants
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differences were observed between conventional 
Transbond XT and Transbond XT+TPSEP (p=0.0821) 
or between Orthodontic Concise and Transbond XT 
without primer (p=0.0773). Figure 3 illustrates 
these differences according to the Kaplan-Meier 
survival curve.
By analyzing the number of bond failures in both 
dental arches, 11 failures (55%) were recorded in 
the upper arch and 9 failures (45%) in the lower 
arch during the same evaluation period, with no 
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upper teeth affected by these bracket failures were 
the left and right second premolars with 5 events 
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debonding. In the lower arch, the affected teeth 
were the left and right second premolars, the left 
central incisor, and the right lateral incisor with, 
respectively, 5, 2, 1, and 1 bracket failure.
By comparing the failure rate between the 
regions of dental arch, it was observed a statistically 
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(10%) were observed in the anterior region and 
18 (90%) in the posterior region. The majority 
of the bond failure rates occurred on the left side 
(n=12; 60%) compared with the right side (n=8; 
40%), but such a difference was not statistically 
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Of the 400 brackets used, 100 were bonded 
with one of the four adhesive systems, 25 in 
each different quadrant for every 5 patients. No 
statistically significant differences were found 
among the quadrants and adhesive systems 
(p=0.738). Considering all patients, 5 bond failures 
occurred in the upper right quadrant, 6 in the upper 
left quadrant, 3 in the lower right quadrant, and 6 
in the lower left quadrant.
DISCUSSION
The majority of orthodontic bonding materials 
available for clinical use have been tested in vitro 
only. It is obvious that laboratory studies for 
assessing these materials under ideal conditions 
are crucial as an initial test, mainly to quantify the 
shear bond strength to dental enamel. However, the 
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from the clinical situation, which is performed 
under real conditions and requires both working 
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This makes the bonding technique difficult, 
interfering with the quality of adhesion between 
Adhesive systems Failure rates Incidence rate $	! Logrank test
1- Orthodontic 
Concise
8 0.00042 0.000168 – 0.0008653 b
2- Transbond XT 
(conventional)
2 0.0001126 0.0000136 – 
0.0004038
a
3- Transbond XT 
without primer
9 0.0005402 0.000247 – 0.0010254 b
4- Transbond 
XT+TPSEP
1 0.0000561 1.42e- 06 – 0.0003126 a
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Figure 3- Kaplan-Meier survival curve for brackets bonded using the different adhesive systems
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the orthodontic accessories and the tooth surface. 
Prior to recommending a given dental material, it 
is crucial to test it in clinical experiments so that its 
characteristics and performance can be evaluated.
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bonding materials4,8,25 by quantifying the failure rate 
regarding either one material4,10, two materials for 
two patients2,18, two materials for one patient with 
quadrant variations7,11,22-26 or even interchanging 
the materials between teeth29. Material variation 
per quadrant in the same patient was adopted to 
avoid that external factors, such as masticatory 
force, occlusive interferences, brushing style, 
anatomy, and type of malocclusion, interfered with 
the adhesive results. The present work adopted 
the model cited above, but with four adhesive 
systems (Orthodontic Concise, conventional 
Transbond XT, Transbond XT without primer, and 
Transbond XT+TPSEP) being tested in the same 
patient. This kind of methodological approach also 
allows various materials to be tested in a single 
experiment, thus yielding results that are more 
comprehensive for the same number of patients. 
Of the 400 bonded brackets, 20 had debonded 
during the 6-month period of observation, with 
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months. These results (Figure 3) suggest that 
clinical studies using shorter evaluation periods can 
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adhesive materials.
Eight failures occurred for Orthodontic Concise 
during the study period, which was found to 
be statistically inferior to that of conventional 
Transbond XT and Transbond XT+TPSEP systems. 
This inferiority can be explained by the fact that this 
is a self-curing material requiring a short time to 
be adequately handled and a long time to achieve 
full setting. As a result, the material is subjected to 
masticatory forces and occlusion. The failure rates 
for Orthodontic Concise found in the present study 
are very close to that of other works12,19 assessing 
this composite clinically, but  in a longer period 
of evaluation (12 months). These results do not 
exclude the potential use of Orthodontic Concise 
in the clinical setting.
Currently, Transbond XT composite has been 
the most common material used as control in in 
vitro6,9,13,14,27,28 and in vivo11,13,18,26,29 studies due to 
its good adhesiveness, easy handling, and long 
working time. In the present study, of the 100 
brackets bonded with this material, only two failed 
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its high bond strength to dental enamel.
In addition to being used in the conventional 
manner, Transbond XT composite was also employed 
with two different enamel pretreatment conditions: 
without primer and with TPSEP. These two different 
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decreased chair time. When Transbond XT was 
used without primer, 9 bracket failures were 
observed – a result statistically inferior to that of 
Transbond XT used conventionally (as indicated 
by the manufacturer) and Transbond XT+TPSEP, 
but non-statistically significant in relation to 
Ortodontic Concise (Table 2 and Figure 3). Despite 
the advantages cited above, the lack of XT primer 
resulted in a larger number of debonded brackets 
and subsequent failure in protecting the etched area 
not occupied by the bracket base. This means that 
Transbond XT system should be preferentially used 
according to the manufacturer’s recommendations.
When enamel preparation was performed using 
TPSEP, only 1 bracket failure occurred. This result 
was statistically superior to that of both Transbond 
XT without primer and Orthodontic Concise, 
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found in relation to conventional Transbond XT. This 
is in accordance with the literature8,11,18,24,26 and 
indicates Transbond XT+TPSEP as an alternative to 
the conventional system. However, this result is not 
supported by other authors1,24 who found a larger 
number of bracket failures bonded with Transbond 
XT+TPSEP. Two studies reported the opposite15,29. 
Such a divergence is possibly due to methodological 
differences as the materials had been interchanged 
between patients, quadrants and teeth. Studies 
testing identical materials in different populations 
			N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sex differences can affect the failure rate of brackets 
in vivo24.
With regard to the failure rate, no statistically 
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adhesive systems with respect to the dental arches 
(upper and lower). Some authors2,11,20,23 have also 
found similar results, whereas others reported a 
larger number of debondings in the lower arch 
possibly due to occlusive forces18,22,24.
In this study, the posterior region had more 
bracket failures than did the anterior region. 
Both upper and lower premolars were the most 
affected teeth, totalizing 90% of bracket failures. 
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authors11,18,21 suggesting that masticatory forces 
are more intense in the posterior region and the 
presence of a larger amount of aprismatic enamel 
in premolars30. Nevertheless, such a difference is 
not corroborated by other studies2,23,24.
The number of failures occurring on the right 
side (n=8; 40%) compared with the left side (n=12; 
%~/			
			"	

		
the present study or elsewhere18,20,23. Few studies 
have assessed this variable and only one reported 
statistically statistical difference between the right 
and left sides of the dental arch2.
Most clinical studies on the failure rate of 
orthodontic brackets have assessed either one 
Clinical evaluation of the failure rates of metallic brackets
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or two adhesive systems in the same patient or 
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	 	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al.21 (2006) compared failure rates between the 
	 	 	 	 "	
differences. In the present work, however, four 
different adhesive systems were used on a 
				"	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was found among the quadrants of dental arch.
CONCLUSIONS
Within a 6-month evaluation period, the largest 
number of bracket failures occurred with Orthodontic 
Concise and Transbond XT without primer systems, 
while only few brackets failed from conventional 
Transbond XT and Transbond XT+TPSEP; there was 
	"	

					
(upper and lower), between the dental arch sides 
(right and left), and among the quadrants. More 
bracket failures were observed in the posterior 
region compared with the anterior region.
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